Fail-safe device for an oxygen failure in anaesthetic apparatus.
The criteria for an oxygen fail-safe device are designed to prevent a hypoxic gas mixture being administered to the patient should the oxygen supply fail, be disconnected, or be turned off. A fail-safe device which fulfils these criteria is described.